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Abstract—Mechanical analysis has the potential to provide
complementary information to aneurysm morphology in
assessing its vulnerability. Reliable calculations require accu-
ratematerial properties of individual aneurysmal components.
Quantiﬁcation of extreme extensibility and ultimate material
strength of the tissue are important if rupture is to bemodelled.
Tissue pieces from 11 abdomen aortic aneurysm (AAA) from
patients scheduled for elective surgery and from 8 normal
aortic artery (NAA) from patients who scheduled for kidney/
liver transplant were collected at surgery and banked in liquid
nitrogen with the use of Cryoprotectant solution to minimize
frozen damage. Prior to testing, specimen were thawed and
longitudinal and circumferential tissue strips were cut from
each piece and adventitia, media and thrombus if presented
were isolated for the material test. The incremental Young’s
modulus of adventitia ofNAAwas direction-dependent at low
stretch levels, but not the media. Both adventitia and media
had a similar extreme extensibility in the circumferential
direction, but the adventitia was much stronger. For aneurys-
mal tissues, no signiﬁcant differences were found when the
incremental moduli of adventitia, media or thrombus in both
directions were compared. Adventitia and media from AAA
had similar extreme extensibility and ultimate strength in both
directions and thrombus was the weakest material. Adventitia
andmedia fromAAAwere less extensible comparedwith those
of NAA, but the ultimate strength remained similar. The
material properties, including extreme extensibility and ulti-
mate strength, of both healthy aortic and aneurysmal tissues
were layer-dependent, but not direction-dependent.
Keywords—Aneurysm, Aortic artery, Material property,
Extensibility, Strength.
LIST OF ABBREVIATIONS
18F-FDG
PET/CT 18F ﬂuorodeoxyglucose positron emission
tomography/computerized tomography
AAA Abdominal aortic aneurysms
AAA-A Adventitia of abdominal aortic aneurysm
AAA-AA Adventitia of abdominal aortic aneurysm
in the axial direction
AAA-AC Adventitia of abdominal aortic aneurysm
in the circumferential direction
AAA-M Media of abdominal aortic aneurysm
AAA-MA Media of abdominal aortic aneurysm in the
axial direction
AAA-MC Media of abdominal aortic aneurysm in the
circumferential direction
AAA-T Thrombus of abdominal aortic aneurysm
AAA-TA Thrombus of abdominal aortic aneurysm
in the axial direction
AAA-TC Thrombus of abdominal aortic aneurysm
in the circumferential direction
H&E Hematoxylin and eosin stain
IQR Interquartile range
MMP Matrix metalloproteinase
NAA Normal aortic artery
NAA-A Adventitia of normal aortic artery
NAA-AA Adventitia of normal aortic artery in the
axial direction
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NAA-AC Adventitia of normal aortic artery in the
circumferential direction
NAA-M Media of normal aortic artery
NAA-MA Media of normal aortic artery in the axial
direction
NAA-MC Media of normal aortic artery in the cir-
cumferential direction
SD Standard deviation
USPIO Ultrasmall superparamagnetic particles of
iron oxide
INTRODUCTION
Abdominal aortic aneurysms (AAAs) are common
occurring in approximately 1.3% in women and 7.6%
in men.28 Open surgical repair or endovascular inter-
vention is considered when the risk of rupture out-
weighs that of procedural complications. Currently,
clinicians consider intervention when the aneurysm
diameter exceeds 5.5 cm.15,32 However, AAAs of di-
ameter <5.5 cm can rupture,12,19 and patients fre-
quently have AAA of diameter >5.5 cm without
symptoms or evidence of rupture.22 Accordingly, there
is a need for novel risk-stratiﬁcation biomarkers to
predict AAA rupture in the hope of improving patient
outcomes.
Under physiological conditions, aneurysms are
continually subject to mechanical loading from pulsatile
arterial pressure and blood ﬂow. Aneurysm rupture is
thought to occur if such loading exceeds material
strength.10,12,38 Reliable calculations predicting the
critical mechanical conditions within AAA, including
stress and stretch, require both precise three-dimen-
sional description of the aneurysm geometry and accu-
rate material properties of individual aneurysmal
components, including intraluminal thrombus and
wall. Quantiﬁcation of extreme extensibility and ulti-
mate material strength of the tissue are also important if
rupture is to be accurately modelled. Finally, biological
tissues are ﬁbre-oriented materials and may display
anisotropic behaviour,7,9,36 which could be layer-
speciﬁc.13,40 Characterizing the effect of these
parameters is required if mechanical simulations are to
become accurate enough to assist clinicians in AAA risk-
stratiﬁcation.
Although the layer- and direction-speciﬁc material
properties, including the extreme extensibility and ul-
timate material strength, of both normal aorta16,17 and
aneurysm8,9,14,27,39 have been quantiﬁed by various
studies, most of them focused on the thoracic aorta
and these material behaviours have not been assessed
comprehensively in a single study. This study therefore
aims to quantify the layer- and direction-speciﬁc ma-
terial properties of normal aortic artery (NAA) and
AAA, and the layer- and direction-speciﬁc extreme
extensibility and ultimate material strength of these
tissues.
MATERIALS AND METHODS
Tissue Preparation and Testing
The local ethics committee approved the study
protocol and all patients gave written informed con-
sent. Aneurysmal tissue pieces, at the maximum di-
ameter, from 11 patients (2 female; age
61.2 ± 7.3 years) who underwent open repair, and
aortic tissue pieces from 8 patients (1 female; age
34.1 ± 7.8 years) who underwent liver/kidney trans-
plant were collected at surgery. Samples were banked
in liquid nitrogen for <4 months prior to testing.
Cryoprotectant solution (20% dimethylsulfoxide in
5% human albumin solution) added to a ﬁnal con-
centration of 10% DMSO was utilized to minimize
potential damage due to freezing.33 Prior to testing,
samples were gently thawed in a 37 C tissue bath and
cut into strips of 1–2 mm width both longitudinal
(axial direction) and perpendicular (circumferential
direction) to blood ﬂow, using a scalpel. The adventi-
tia, media, and thrombus were further carefully
separated under a stereo microscope using ﬁne oph-
thalmic clamps (Figs. 1, 2, and 3).
Although all researchers involved in the preparation
of the tissue strips were experienced vascular surgeons
(YZ, JF, and QL), tissue heterogeneity remains an
important issue. In an eﬀort to improve selection of
speciﬁc tissue types, each operator underwent a period
of training to improve their ability to separate and
identify components using a cohort of sample pieces
that never progressed to material testing. Part of these
pieces were submitted for the histological examination
(H&E stain) to conﬁrm judgments qualitatively as
shown in Figs. 1, 2, and 3. Furthermore, operators had
previously gained experiences in tissue differentiation,
including calcium and thrombus, in a separate study
investigating human carotid atherosclerotic plaques.31
In addition, tissue strips with calcium and possible
atherosclerotic disease were excluded to avoid any
uncertainty in tissue type.
An in-house designed tester, comprised of a stepper
motor (Miniature Steel Linear Stages, Newport Cor-
poration, USA), load cell (custom designed), camera
(PixeLink PL-B776U 3.1 MP USB2 Colour Camera,
PixeLINK, Canada), and controlling system, devel-
oped in LabView 2011 (National Instruments, USA),
were used to perform all uniaxial extension tests. The
tissue strip was mounted on the tester by clamping at
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both ends. After ﬁve preconditioning cycles (about 5%
stretching at a speed of 0.05 mm/s), the tissues strip
was pulled with a speed of 0.01 mm/s in a 37 C saline
bath until break (Fig. 4a) or slide occurred. Water-
proof black ink markers were placed on the surface to
trace local displacement. The image size was set to be
2048 9 1536 pixels and the camera lens was adjusted
to have a ﬁeld of view of 80 9 60 mm2 ﬁeld of view,
resulting in the resolution being ~39 lm.
Data Processing
In order to identify the center of each marker, the
RGB images were ﬁrstly converted to L*a*b* color
space. Then 2D k-means clustering was performed and
the markers were automatically delineated from the
background.29 Finally, standard morphological op-
erations was used to clean the segmented image bor-
ders and remove small components. The local stretch
ratio was calculated from the distance between the
marker centres. The Cauchy stress was computed from
the measured force signal with the consideration of the
strip thickness and width at rest and the stretch ratio
with the material being assumed to be incompressible
(Figs. 4b and 4c). In this study, data points with
Cauchy stress higher than 400 kPa were excluded from
regression analysis. If macroscopic damage was found
at the stress level lower than 400 kPa, data points ac-
quired thereafter were also excluded. The macroscopic
damage was deﬁned as any visible tear in the tissue. In
FIGURE 1. A specimen of normal aortic artery and isolated tissue strips ((a) the specimen of normal aortic artery; (b) isolated
media and adventitia strips (obtained at the location marked by the arrow in (a)); and (c) Hematoxylin and eosin stain (H&E) stain
showing well organized media with mild intimal thickening (obtained from the tip enclosed by the dash box in (a))).
FIGURE 2. An aneurysmal specimen with a thin thrombus ((a) the aneurysmal specimen; (b) isolated tissue strips from the
location marked by an arrow in (a); (c) the corresponding media and adventitia; and (d) H&E stain showing the tissue components
from the area enclosed by the dash box in (a)).
Material Properties of Abdominal Aorta and Aneurysm 2747
order to avoid bias, two researchers reviewed the series
of images from each tissue strip carefully and the im-
age with the macroscopic damage was identiﬁed in
agreement. A threshold of 400 kPa was adopted with
these considerations: (1) tissue strips were heavily
stretched when stress exceeded 400 kPa and unlikely to
represent effects under physiological conditions; (2)
collagen ﬁbres dominate the mechanical response at
high stress levels.24 Thus, including data points from
higher stress levels may overestimate the contribution
from collagen while underestimating the contribution
from compliant elastin ﬁbres; and (3) in most reported
FIGURE 3. An aneurysmal specimen with a thick lay of thrombus ((a) the aneurysmal specimen; (b) isolated thrombus strips from
the location marked by the arrow in (a); and (c) H&E stain showing media and thrombus from the location enclosed by the dash box
in (a)).
FIGURE 4. An aneurysmal media strip at different stages of stretching and recorded signals ((a) the initial configuration of the
tissue strip and those under stretching; (b) the mass-displacement curve recorded during stretching and the unsmoothed steps
along the curve representing tissue damages due to stretching; and (c) the converted stress–stretch data points where stress
£400 kPa and the corresponding fitted curve. Data points shown in (c) were from those marked by the dash line in (b)).
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studies focusing on quantifying material properties, the
data points were frequently obtained from stress levels
lower than 400 kPa.7,21,24,36
A modiﬁed Mooney–Rivlin strain energy density
function2 was used to characterize the stretch–stress
relationship of each tissue type,
W ¼ c1 I1  3
 þD1 eD2 I13ð Þ  1
h i
þ K J 1ð Þ ð1Þ
in which I1 ¼ J2=3I1 and J ¼ detðFÞ; I1 is the ﬁrst in-
variant of unimodular component of the left Cauchy-
Green deformation tensor and F is the deformation
gradient; c1, D1, and D2 are empirical material con-
stants and K is the Lagrange multiplier for the in-
compressibility. Cauchy stress in terms of principal
stretches can be obtained,
rii ¼ ki @W
@ki
¼ 2J23k2i c1 þD1D2eD2 I13ð Þ
h i
þ KJ;
i ¼ 1; 2; 3ð Þ
ð2Þ
In the case of simple uniaxial extension of an incom-
pressible tissue strip,
J ¼ 1; k1 ¼ k; k2 ¼ k3 ¼ 1ﬃﬃﬃ
k
p and r22 ¼ r33 ¼ 0
The Cauchy stress (Eq. (2)) in the direction of
stretching will, therefore, be,
r11 ¼ 2 k2  1k
 
c1 þD1D2eD2 I13ð Þ
h i
ð3Þ
with
I1 ¼ k2 þ 2k
Material constants can be obtained by minimizing the
following objective function,
S ¼
XN
i¼1
ri  rei
  ð4Þ
In this study, the material constants were constrained
to be positive. The following relative error is used to
assess the ﬁtting quality,
c ¼
PN
j¼1 r11j  re11j


PN
j¼1 r
e
11j


 100% ð5Þ
in which r11 and r11
e are the predicted and measured
stress, respectively; and N is the number of data points.
In order to obtain a single constant set of each tissue
type for the convenience of computational simulation,
in this study, stretch and stress were both averaged in
small energy intervals.31 The elastic energy at each
stretch level was deﬁned as,
WðkÞ ¼
Zk
1
rðkÞdk ð6Þ
in which r is the Cauchy stress at the stretch level of k.
For each type of tissue, 100 equal distance intervals
were placed between maximum [max(Wj*(kj)] and
minimum [min(Wj*(kj)] energy levels and stretch and
stress within each of them were averaged. To avoid
bias, intervals with at least 5 data points from different
tissue strips were used for further analysis. Moreover,
the incremental Young’s modulus derived from,
EðkÞ ¼ dr11
dk
ð7Þ
TABLE 1. The number of tissue strips, with their dimensions and fitted material constants based on the energy-based averaged
data points.
Number of
samples
Number of
tissue strips Width (mm)
Thickness
(mm)
Length
(mm) c1 (kPa) D1 (kPa) D2
Relative
error, c (%)
NAA-AA 8 13 1.47 ± 0.40 1.17 ± 0.47 11.83 ± 2.24 3.07 9 1028 4.03 1.56 11.2
NAA-AC 8 15 1.38 ± 0.27 0.91 ± 0.21 14.44 ± 1.89 0.03 3.53 2.65 13.7
NAA-MA 8 15 1.43 ± 0.37 1.18 ± 0.25 12.01 ± 2.02 3.50 6.12 1.89 6.2
NAA-MC 8 16 1.43 ± 0.35 1.16 ± 0.32 14.23 ± 1.77 1.58 7.70 2.09 8.8
AAA-AA 8 21 2.24 ± 0.55 1.18 ± 0.44 12.78 ± 3.98 1.15 9 1028 2.07 6.09 23.3
AAA-AC 7 20 2.42 ± 0.71 1.47 ± 0.50 20.32 ± 4.77 0.07 6.38 2.87 21.5
AAA-MA 11 26 2.21 ± 0.58 1.22 ± 0.37 13.51 ± 3.60 2.18 9 1025 2.25 6.47 20.3
AAA-MC 11 28 2.35 ± 0.80 1.37 ± 0.43 19.32 ± 3.84 0.16 4.29 10.21 22.6
AAA-TA 7 36 1.86 ± 0.52 1.34 ± 0.41 11.22 ± 4.31 3.12 9 1027 18.06 0.43 11.0
AAA-TC 8 27 2.20 ± 0.70 1.37 ± 0.50 17.84 ± 4.20 0.25 5.87 0.67 10.3
NAA-A 1.56 9 1028 4.26 1.85 18.6
NAA-M 3.13 6.50 2.02 8.8
AAA-A 1.74 9 1026 6.93 3.56 19.0
AAA-M 0.07 6.54 5.88 19.0
AAA-T 0.24 8.69 0.61 7.2
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is used to quantiﬁed the stiﬀness at diﬀerent stretching
level. The Cauchy stress and stretch ratio at the loca-
tion with the peak loading adjacent to the sudden or
steep drop of displacement-mass curve were used to
characterize the ultimate material strength and extreme
extensibility of each tissue strip (Fig. 4b). Tissue strips
were deemed suitable for quantiﬁcation of ultimate
material strength if they tore either in the central re-
gion or at a location >1 mm away from the clamp
(Fig. 4a).
Statistical Analysis
As multiple measurements were obtained from each
specimen, a linear mixed-eﬀect model was used to as-
sess the diﬀerence between parameters for diﬀerent
tissue types. All statistical analyses were performed in
R 2.10.1 (The R Foundation for Statistical Comput-
ing), with statistical signiﬁcant assumed when p value
was <0.05. The results were presented in median and
interquartile range (IQR) or mean ± standard de-
viation (SD), where appropriate.
RESULTS
For the convenience of narration, NAA-AA, NAA-
AC, NAA-MA, and NAA-MC were used to denote the
tissue strips of normal aortic artery for the adventitia in
the axial and circumferential directions andmedia in the
axial and circumferential directions, respectively.
Similarly, AAA-AA, AAA-AC, AAA-MA, AAA-MC,
AAA-TA, and AAA-TC were used to denote the AAA
tissue strips for the adventitia, median, and thrombus in
both axial and circumferential directions. In total, 59
tissue strips from NAA and 158 tissue strip from AAA
were successfully tested. The detailed number of tissue
strips and related width, thickness, and length are listed
in Table 1. The extreme extensibility and ultimate ma-
terial strength were obtained successfully from 24 NAA
trips and 99 AAA strips that broke in the central region
or at a location>1 mm away from the clamps.
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FIGURE 5. The stress–stretch curves of tissue strips from normal aortic artery and energy-based averaged data points and
corresponding fitted curves ((a) curves of adventitia in the axial direction (NAA-AA); (b) curves of adventitia in the circumferential
direction (NAA-AC); (c) the pooled plot of curves of adventitia in both axial and circumferential directions (NAA-A); and (d), (e), and
(f) curves of media in the axial (NAA-MA) and circumferential (NAA-MC) directions and their pooled plot (NAA-M)).
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Material Properties
As shown in Fig. 4c, the modiﬁed Mooney–Rivlin
strain energy density function could characterize the
non-linear material behaviour. The stress–stretch
curves of NAA-AA (Fig. 5a), NAA-AC (Fig. 5b) and
the pooled data (NAA-A indicating adventitia of
NAA; Fig. 5c) are plotted in the ﬁrst row in Fig. 5; and
those of NAA-MA, NAA-MC, and the pooled data
(NAA-M indicating media of NAA) are plotted in the
same order shown in the second row in Fig. 5. The
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FIGURE 6. The stress–stretch curves of tissue strips from abdominal aortic aneurysm and energy-based averaged data points
and corresponding fitted curves ((a) curves of adventitia in the axial direction (AAA-AA); (b) curves of adventitia in the circum-
ferential direction (AAA-AC); (c) the pooled plot of curves of adventitia in both axial and circumferential directions (AAA-A); (d), (e),
and (f) curves of media in the axial (AAA-MA) and circumferential (AAA-MC) directions and their pooled plot (AAA-M); and (g), (h),
and (i) curves of thrombus in the axial (AAA-TA) and circumferential (AAA-TC) directions and their pooled plot (AAA-T)).
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ﬁtted material constants of the energy-based averaged
data points of each tissue type from NAA in different
directions are listed in Table 1. The stress–stretch
curves of AAA-AA (Fig. 6a), AAA-AC (Fig. 6b), and
the pooled data (AAA-A indicating adventitia of
AAA; Fig. 6c) are shown in the ﬁrst row of Fig. 6.
Similarly, the curves of media and thrombus of AAA
are shown in the second and third rows of Fig. 6. The
ﬁtted material constants of the energy-based averaged
data points of each tissue type from AAA in different
directions are listed in Table 1. Averaged data points
of NAA-A, NAA-M, AAA-A, AAA-M, and AAA-T
were obtained by pooling measurements from both
axial and circumferential directions. Accordingly, the
ﬁtted constants listed in the last 5 rows in Table 1 were
obtained based on the averaged curve generated from
the pooled data points of each tissue type. For a clear
comparison of material properties of different tissues,
the averaged data points and ﬁtted curves are shown in
Fig. 7.
The incremental Young’s moduli of each tissue type
for stretch level of 1.0–1.25 are listed in Table 2. The
modulus of adventitia of NAA in the axial direction
was signiﬁcantly lower than the one in the circumfer-
ential direction at stretch levels from 1.1 to 1.25
(p< 0.05), and the modulus of media in both direc-
tions was comparable at any stretch level (p> 0.05).
For aneurysmal tissues, except for AAA-AA and
AAA-AC at stretch levels of 1.0 (p = 0.006) and 1.05
(p = 0.013), no signiﬁcant differences were found when
the incremental Young’s moduli of adventitia, media
or thrombus in axial and circumferential directions
were compared (p> 0.05). In the axial direction, the
incremental Young’s moduli of aneurysmal tissues
(adventitia and media) were signiﬁcantly higher than
those of NAA at any stretch level (p< 0.001); how-
ever, in the circumferential direction, when the stretch
levels were low (£1.1), moduli of NAA-AC and AAA-
AC, and moduli NAA-MC and AAA-MC were com-
parable (p> 0.05), whereas, signiﬁcant differences
were found when the stretch further increased (>1.1;
p< 0.05).
The stretch ratio at diﬀerent stress level of diﬀerent
tissue type is listed in Table 3. For NAA, at the
loading levels from 50 to 600 kPa, the adventitia in the
axial direction were all signiﬁcantly more extensible
than in the circumferential direction (p< 0.005); and
for the media, signiﬁcant differences were only found
at stress = 50 and 100 kPa. For the aneurysmal tis-
sues, except for the pair of AAA-AA and AAA-AC at
stress = 50 kPa, no signiﬁcant differences were found
in any pair at any stress level. Both adventitia and
media from NAA were more extensible than that from
AAA either in the axial or circumferential directions.
Finally, thrombus was the most extensible material
compared with adventitia and media from AAA
(p< 0.001).
Extreme Extensibility and Ultimate Material Strength
As only 4 NAA-AA strips and 3 NAA-MA strips
from two samples fractured in the central region or
>1 mm away from the clamp, these were excluded
from statistical analysis. Detailed extreme extensibility
and ultimate strength of each tissue type in both axial
and circumferential directions are listed in Table 4.
The adventitia and media of NAA had a similar ex-
treme extensibility in the circumferential direction
(p = 0.418), but the adventitia was much stronger
(p = 0.005). Both adventitia and media from AAA had
similar extreme extensibility and ultimate material
strength in both directions (p> 0.05). Although
thrombus had a better extensibility in the axial direc-
tion than in the circumferential direction (p = 0.024),
AAA-MA
NAA-MA
NAA-AA
AAA-TA
AAA-AA
AAA-MC
AAA-AC
AAA-TC
NAA-MC
NAA-AC
AAA-M
AAA-A
NAA-A
AAA-T
NAA-M
Stretch ratio
C
au
ch
y 
st
re
ss
 (k
Pa
)
(a)
Stretch ratio
C
au
ch
y 
st
re
ss
 (k
Pa
)
(b)
Stretch ratio
C
au
ch
y 
st
re
ss
 (k
Pa
)
(c)
FIGURE 7. Comparisons of energy-based averaged data points and corresponding fitted curves of tissues from normal aortic
arteries and aneurysms ((a) data points and curves of tissues in the axial direction; (b) data points and curves of tissues in the
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the ultimate strength in both directions was similar
(p = 0.566), and it was the weakest material when
compared with adventitia and media (p< 0.01).
Compared with normal artery, adventitia in the cir-
cumferential direction became less extensible
(p = 0.002) and weaker (p = 0.020) due to the
aneurysmal disease, and media became less extensible
(p = 0.036), but ultimate material strength remained
similar (p = 0.339).
DISCUSSION
This is the ﬁrst reported study characterizing both
the layer- and direction-speciﬁc material properties,
extreme extensibility, and ultimate material strength of
aneurysmal tissues, comparing these parameters with
those obtained from normal (or healthy) aortic arter-
ies. Our results indicate that all aneurysmal tissues,
including adventitia, media, and thrombus, were non-
linear materials with similar incremental Young’s
moduli at diﬀerent stretch levels (Table 2) and exten-
sibility at different stress levels (Table 3) in both axial
and circumferential directions. These results suggest it
may be reasonable to treat aneurysmal tissues as
isotropic for mechanical analyses. This conclusion was
partially in agreement with a previous study using
planar biaxial testing, which found that the use of an
isotropic strain energy function for thrombus was ap-
propriate.37 Moreover, as shown in Table 4, the ulti-
mate strength of aneurysmal tissues, including
adventitia and media, was comparable in the circum-
ferential and axial directions. These results are in
contrast with observations by Mohan17 and Kim14
where, in biaxial tests, both normal and aneurysmal
tissues ruptured with cracks oriented predominantly in
the circumferential direction. However our data is
supported by Vorp9 and Garcia-Herrera39 who found
that the ultimate material strength of aneurysmal tis-
sues was not direction-dependent. Furthermore, con-
sidering the variety of material properties within
adventitia, media, and thrombus (Figs. 6 and 7), an-
eurysms should not be assumed to be homogenous.
The material constants, representing material
properties of each tissue type in diﬀerent directions
(Table 1), were obtained by ﬁtting the energy-based
averaged data points. Different averaged strategies,
such as stress- and stretch-based average, were also
attempted, but bias was evident by either over-
weighting data in the low or high loading range.31
Changing the interval from 100 to 80 or to 120, re-
sulted in the averaged curves being nearly identical. It
needs to be emphasized that the strain energy density
function shown in Eq. (1) is a combination of the neo-
Hookean model20 and Demiray’s model.4 Under some
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circumstances, c1 is small as shown in Table 1, which
implies that due to non-linearity, the linear term in the
modiﬁed Mooney–Rivlin strain energy density func-
tion becomes negligible and it turns out to be compa-
rable with Demiray’s model,
W ¼ D1 eD2 I13ð Þ  1
h i
in which D1 and D2 are material constants. Therefore,
for the cases with small c1, both models ﬁt the ex-
perimental curves well, but it is not necessary to limit
the cases with small c1. As shown in Fig. 8a,
c1 = 5.93 kPa, Demiray’s model could also ﬁt the ex-
perimental curve well, although in Fig. 8b, Demiray’s
model performed with less accurately. Moreover, in
this study, only I1 was included in the strain energy
density function. This is with the consideration of
material stability. If the 2nd invariant of the defor-
mation gradient tensor, I2, is included, under some
speciﬁc conditions, the material becomes unstable. If
then, in the simulation of a structure using the New-
ton–Raphson nonlinear iterative procedure, strain le-
vels corresponding to instability are reached, the
solution may have difﬁculty to converge, and the cal-
culated response may be physically unrealistic.1,30,41.
However, it is possible to include I2 with certain con-
straints while the material parameters are determined
to ensure material stability. For instance, for the two-
term Mooney–Rivlin SEDF, the strain level at which
instability occurs depends on the ratio of c2/c1.
1 To
avoid these problems, I2 was not included in the
modiﬁed Mooney–Rivlin SEDF as shown in Eq. (1).,
However, this in turn introduces a limitation whereby
the model was not able to perfectly capture the ‘ﬂat’
starting section shown in Fig. 9. This implies that
when stretch level is low, the incremental Young’s
modulus computed using Eq. (7) may be overesti-
mated. This problem was more prominent for adven-
titia and media of aneurysms as shown in Figs. 6a–6f.
A local quadratic polynomial ﬁtting strategy was
therefore used to compute the incremental Young’s
modulus when the stretch level was low (£1.1)
(Table 5). It can be seen by comparing data list in
Tables 2 and 5 that the modiﬁed Mooney–Rivlin
strain energy density function over-estimated the
stiffness in a low stretching range.
Our results support previous observations that
aneurysmal tissues were much stiﬀer than normal
aortas at physiological states.3,36 Under conditions of
uniform biaxial stretch, tissues from normal aorta
consistently failed in the direction perpendicular to the
long axis (axial direction).17 This implies that the
TABLE 3. The stretch ratio at differing stress levels for each tissue type [results were presented in Median (IQR)].
r = 50 (kPa) r = 100 (kPa) r = 200 (kPa) r = 400 (kPa) r = 600 (kPa)
NAA-AA 1.48 [1.42, 1.55] 1.58 [1.55, 1.64] 1.70 [1.63, 1.74] 1.80 [1.68, 1.84] 1.84 [1.70, 1.91]
NAA-AC 1.34 [1.29, 1.41] 1.41 [1.40, 1.49] 1.49 [1.46, 1.57] 1.56 [1.51, 1.66] 1.60 [1.56, 1.71]
NAA-MA 1.34 [1.30, 1.39] 1.50 [1.42, 1.52] 1.57 [1.52, 1.65] 1.65 [1.60, 1.72] 1.69 [1.63, 1.77]
NAA-MC 1.31 [1.26, 1.36] 1.42 [1.38, 1.46] 1.53 [1.46, 1.58] 1.62 [1.52, 1.70] 1.68 [1.56, 1.77]
AAA-AA 1.18 [1.11, 1.20] 1.23 [1.16, 1.28] 1.29 [1.22, 1.38] 1.38 [1.25, 1.45] 1.41 [1.27, 1.47]
AAA-AC 1.28 [1.18, 1.44] 1.32 [1.24, 1.50] 1.36 [1.28, 1.56] 1.40 [1.32, 1.61] 1.42 [1.34, 1.63]
AAA-MA 1.16 [1.11, 1.24] 1.21 [1.15, 1.28] 1.25 [1.18, 1.33] 1.30 [1.20, 1.38] 1.33 [1.21, 1.41]
AAA-MC 1.14 [1.10, 1.25] 1.18 [1.13, 1.31] 1.22 [1.18, 1.36] 1.28 [1.21, 1.41] 1.31 [1.22, 1.44]
AAA-TA 1.47 [1.24, 1.70] 1.63 [1.34, 1.97] 1.85 [1.40, 2.23] 2.11 [1.45, 2.49] 2.20 [1.47, 2.63]
AAA-TC 1.28 [1.23, 1.74] 1.32 [1.29, 1.93] 1.39 [1.33, 2.16] 1.47 [1.36, 2.38] 1.52 [1.37, 2.50]
TABLE 4. The extreme extensibility and ultimate material strength of different tissue types (results were presented in Median
[IQR]).
Number of
samples
Number of
tissue strips Extreme extensibility Ultimate strength (kPa)
NAA-AA 2 4 1.944 [1.838, 2.017] 434.83 [404.63, 716.13]
NAA-AC 5 8 1.672 [1.597, 1.833] 653.25 [533.46, 842.20]
NAA-MA 2 3 1.628 [1.619, 1.638] 286.13 [270.60, 301.66]
NAA-MC 6 9 1.719 [1.645, 1.767] 333.60 [233.00, 441.93]
AAA-AA 6 14 1.435 [1.300, 1.573] 520.53 [341.40, 765.97]
AAA-AC 7 12 1.336 [1.260, 1.435] 452.19 [232.75, 593.67]
AAA-MA 7 19 1.298 [1.225, 1.368] 432.76 [135.25, 548.01]
AAA-MC 6 16 1.331 [1.243, 1.499] 341.61 [181.92, 718.62]
AAA-TA 6 21 1.628 [1.563, 1.827] 79.56 [56.62, 160.26]
AAA-TC 7 17 1.352 [1.193, 1.589] 50.89 [31.55, 131.97]
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extreme extensibility or ultimate strength of arterial
tissues was reduced in the axial direction. We observed
similar results, as the extensibility of NAA-MA was
lower than that of NAA-MC. This conclusion was also
consistent with a previous report that for the normal
aortic arteries where the circumferential failure stress
was greater than the longitudinal one (2180 ± 240 vs.
1140 ± 100 kPa, p = 0.001 for tissues from a young
cohort (<35 years old) and 1200 ± 200 vs.
660 ± 70 kPa, p = 0.02 for tissues from an older co-
hort (>35 years old)).9 However, due to differences in
the type and location of specimens and testing proto-
cols, the ultimate strength and extreme extensibility
obtained from these studies vary. The ultimate mate-
rial strength and extreme extensibility obtained from
19 normal mid-thoracic descending aortas were
1414 ± 911 kPa and 1.48 ± 0.24 in the axial direction
and 1657 ± 900 kPa and 1.51 ± 0.28 in the circum-
ferential direction.16 There parameters were compara-
ble in both directions.16 Vorp et al. had a similar
observation that the ultimate strength of healthy as-
cending thoracic aorta was comparable in both direc-
tions.39 However when a uniform biaxial test was
performed, the aortic tissue consistently failed in the
circumferential direction, which implies that the ma-
terial was weaker in the axial direction.17 This con-
clusion was conﬁrmed by a recent study using healthy
ascending aortas where the ultimate strength in the
circumferential direction was greater than the one in
the axial direction.9 Several studies have previously
reported that aneurysmal tissues appeared to be
weaker than normal aortic tissues,9,34,39 but are less
direction-dependent.9,39 The ultimate strength of
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FIGURE 8. A comparison of fitting results to data points from two healthy media strips in the circumferential direction between
the modified Mooney–Rivlin model and the Demiray’s model ((a) both models can fit the dataset well (c1 5 5.93 kPa, D1 5 1.86 kPa,
D2 5 3.63, c 5 1.83% for the modified Mooney–Rivlin model; D1 5 3.09 kPa, D2 5 3.18, c 5 2.39% for the Demiray’s model); and (b)
the modified Mooney–Rivlin model fits the points better (c1 5 24.59 kPa, D1 5 0.05 kPa, D2 5 5.52, c 5 3.93% for the modified
Mooney–Rivlin model; D1 5 11.49 kPa, D2 5 1.43, c 5 9.61% for the Demiray’s model).
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FIGURE 9. A local quadratic polynomial was used to fit the
experimental data, with a low stretch ratio allowing compu-
tation of the incremental Young’s modulus with greater ac-
curacy (c1 5 10.43 kPa, D1 5 0.72 kPa, D2 5 20.17, c 5 8.99%
when the modified Mooney–Rivlin strain energy density
function was used to fit these experimental data points. The
corresponding incremental Young’s moduli at stretch ratios
of 1.0, 1.05, and 1.1 computed based on local fittings (Green
lines) were 10.37 kPa, 31.15 kPa, and 228.12 kPa, respective-
ly).
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ascending thoracic aneurysm was found to be sig-
niﬁcantly lower either in the circumferential
(1180 ± 120 vs. 1800 ± 240 kPa) or in the axial
(1210 ± 90 vs. 1710 ± 140 kPa) directions compared
with healthy controls.39 Vallabhaneni et al. observed
the same phenomenon that the ultimate strength of
whole aneurysm specimens in the longitudinal direc-
tion was 530 kPa, whereas the values of whole normal
aorta in circumferential and longitudinal directions
were 610 and 1300 kPa, respectively.34 However, in a
biaxial test, similarly with healthy tissues,17 Kim et al.
observed that aneurysmal tissues ruptured with ob-
lique tears in the circumferential direction, indicating a
weaker material strength in the axial direction.14 The
ultimate strength in the circumferential direction of
tissues from ruptured AAAs was found to be lower
than those for the electively repaired (540 ± 60 vs.
820 ± 90 kPa; p = 0.04).5 The ultimate strength of
aneurysmal wall (without thrombus) in the axial di-
rection was reported to be 950 ± 280 kPa for the
ruptured and 980 ± 230 kPa for unruptured AAAs.23
In a recent study, the ultimate material strength of
whole aneurysmal specimens was reported to be
1523 ± 556 kPa.25 The material strength of thrombus
has also been shown to be layer-speciﬁc, changing from
luminal (adjacent to the blood ﬂow) to abluminal (at-
tached to the wall) layer11,35 with concrete values of
156.5, 92.0, and 47.7 kPa for luminal, medial, and
abluminal layers, respectively.11 However, the varia-
tions found within one thrombus were of the same
order of magnitude as the variation between patients.
These data suggest that the same material parameters
could be used to describe all thrombi.35 Although, it
was suggested that the thrombus could be treated as a
linear material,6 the stress–stretch curves in Fig. 6 (the
third row) clearly demonstrate its non-linear material
behaviour. The material properties of thrombus could
be even more complex if its viscoelastic behaviour were
to be considered.35 Previous experimental ﬁndings re-
garding the ultimate material strength and extreme
extensibility have been summarized in Table 6.
The obtained material properties in this study and
others could be used for the ﬁnite element analysis in
re-predicting mechanical loading within the aneurys-
mal structure to assess the risk of future rupture; and
the ultimate material strength and extreme extensibility
could serve as a threshold for assessing such a risk.
However it is important to be aware of the relationship
between the aneurysm morphology, pathological fea-
tures and material properties of aneurysmal tissue if
such mechanics-based approaches are to be imple-
mented. It has been shown that the stiﬀness of tissues
from ascending thoracic aortic aneurysms positively
correlated with the lesion diameter,3 although such
correlation was not observed in lesions located in the
abdomen.5 Localized ‘hot spots’ of matrix metallo-
proteinase (MMP) hyperactivity may also lead to focal
weakening of the aneurysm wall and rupture at
relatively low levels of intraluminal pressure.34 In vivo
imaging, such as 18F ﬂuorodeoxyglucose positron
emission tomography/computerized tomography
(18F-FDG PET/CT) and ultrasmall superparamagnetic
particles of iron oxide (USPIO) contrast agent, may
have the potential to identify such focal pathological
activity and act as a surrogate marker of material
strength. It had been demonstrated that AAA wall
properties have signiﬁcant correlations with the
metabolic activity quantiﬁed by FDG uptake, calciﬁ-
cations and with the diameter of the non-dilated aorta
proximal to the AAA.25 Ongoing inﬂammation may be
one of the driving forces that lead to aneurysm ex-
pansion,26 with the focal weakening of tissues also
likely to lead to adverse clinical events, through AAA
rupture and/or dissection.18
There are some limitations to this study, given the
complex nature of the biological samples analyzed: (1)
this was a uniaxial extension study and is insuﬃcient to
fully quantify the anisotropic material behaviour of the
tissue. Moreover, under physiological condition, an-
eurysm is subject to biaxial loadings, and the ultimate
material strength and extreme extensibility obtained in
this study may be diﬀerent from the true values; (2) the
layer- or age-dependent material behaviour of throm-
bus was not considered; (3) the intima was not
separated from the media; (4) as the aneurysmal tissues
were from sample pieces in the region with maximum
diameter, the results obtained may not represent the
behaviour at other locations; (5) the normal aortic
arteries were not age matched. It has been shown that
age causes a substantial reduction in material strength
TABLE 5. The incremental Young’s modulus (Unit: kPa) of adventitia and media from aneurysms at differing stretch levels
computed based on local quadratic polynomial fitting [results were presented in Median (IQR)].
k = 1.0 k = 1.05 k = 1.1
AAA-AA 29.6 [4.2, 62.2] 66.8 [25.6, 170.3] 86.3 [32.7, 715.9]
AAA-AC 9.1 [3.4, 38.9] 28.6 [9.8, 79.1] 51.0 [15.1, 113.4]
AAA-MA 44.2 [19.7, 61.8] 71.5 [23.5, 221.7] 150.0 [44.6, 348.9]
AAA-MC 43.5 [22.6, 128.8] 82.2 [62.2, 194.1] 190.7 [76.4, 558.9]
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and extensibility;9 (6) the mechanical properties of
calcium was not tested in this study; (7) the aortic
material properties may depend on site-speciﬁc ana-
tomical location, e.g., anterior vs. posterior. In this
study, specimen were harvested either at the aneurysm
site of maximum diameter or at the site necessary for
transplantation. Thus, the location-dependent be-
haviour of tissue was not considered; and (8) the spe-
cimen used for testing underwent frozen processing
and tissue damage might have occurred, despite of the
use of a validated protection protocol.
ACKNOWLEDGMENTS
This research is supported by BHF PG/11/74/
29100, HRUK RG2638/14/16, the NIHR Cambridge
Biomedical Research Centre, and National Natural
Science Foundation of China (81170291).
CONFLICT OF INTEREST
The authors do not have any conﬂict of interests to
declare.
OPEN ACCESS
This article is distributed under the terms of the
Creative Commons Attribution 4.0 International Li-
cense (http://creativecommons.org/licenses/by/4.0/),
which permits unrestricted use, distribution, and re-
production in any medium, provided you give appro-
priate credit to the original author(s) and the source,
provide a link to the Creative Commons license, and
indicate if changes were made.
REFERENCES
1ADINA. http://www.Adina.Com/newsgh48.Shtml.
2ADINA. Theory and Modeling Guide. MA: ADINA
R&D Inc, 2013.
3Azadani, A. N., S. Chitsaz, A. Mannion, A. Mookhoek, A.
Wisneski, J. M. Guccione, M. D. Hope, L. Ge, and E. E.
Tseng. Biomechanical properties of human ascending
thoracic aortic aneurysms. Ann. Thorac. Surg. 96:50–58,
2013.
4Demiray, H. A note on the elasticity of soft biological
tissues. J. Biomech. 5:309–311, 1972.
5Di Martino, E. S., A. Bohra, J. P. Vande Geest, N. Gupta,
M. S. Makaroun, and D. A. Vorp. Biomechanical prop-
erties of ruptured versus electively repaired abdominal
aortic aneurysm wall tissue. J. Vasc. Surg. 43:570–576,
2006; ((discussion 576)).
6Di Martino, E., S. Mantero, F. Inzoli, G. Melissano, D.
Astore, R. Chiesa, and R. Fumero. Biomechanics of ab-
dominal aortic aneurysm in the presence of endoluminal
thrombus: experimental characterisation and structural
static computational analysis. Eur. J. Vasc. Endovasc. Surg.
15:290–299, 1998.
7Ferruzzi, J., D. A. Vorp, and J. D. Humphrey. On con-
stitutive descriptors of the biaxial mechanical behaviour of
human abdominal aorta and aneurysms. J. R. Soc. Inter-
face 8:435–450, 2011.
8Forsell, C., H. M. Bjorck, P. Eriksson, A. Franco-Cere-
ceda, and T. C. Gasser. Biomechanical properties of the
thoracic aneurysmal wall: differences between bicuspid
aortic valve and tricuspid aortic valve patients. Ann. Tho-
rac. Surg. 98:65–71, 2014.
9Garcia-Herrera, C. M., J. M. Atienza, F. J. Rojo, E. Claes,
G. V. Guinea, D. J. Celentano, C. Garcia-Montero, and R.
L. Burgos. Mechanical behaviour and rupture of normal
and pathological human ascending aortic wall. Med. Biol.
Eng. Comput. 50:559–566, 2012.
10Gasser, T. C., M. Auer, F. Labruto, J. Swedenborg, and J.
Roy. Biomechanical rupture risk assessment of abdominal
aortic aneurysms: model complexity versus predictability of
ﬁnite element simulations. Eur. J. Vasc. Endovasc. Surg.
40:176–185, 2010.
11Gasser, T. C., G. Gorgulu, M. Folkesson, and J. Sweden-
borg. Failure properties of intraluminal thrombus in ab-
dominal aortic aneurysm under static and pulsating
mechanical loads. J. Vasc. Surg. 48:179–188, 2008.
12Hall, A. J., E. F. Busse, D. J. McCarville, and J. J. Burgess.
Aortic wall tension as a predictive factor for abdominal
aortic aneurysm rupture: Improving the selection of pa-
tients for abdominal aortic aneurysm repair. Ann. Vasc.
Surg. 14:152–157, 2000.
13Holzapfel, G. A., G. Sommer, and P. Regitnig. Anisotropic
mechanical properties of tissue components in human
atherosclerotic plaques. J. Biomech. Eng. 126:657–665, 2004.
14Kim, J. H., S. Avril, A. Duprey, and J. P. Favre. Ex-
perimental characterization of rupture in human aortic
aneurysms using a full-ﬁeld measurement technique. Bio-
mech. Model. Mechanobiol. 11:841–853, 2012.
15Lederle, F. A., S. E. Wilson, G. R. Johnson, D. B. Reinke,
F. N. Littooy, C. W. Acher, D. J. Ballard, L. M. Messina,
I. L. Gordon, E. P. Chute, W. C. Krupski, S. J. Busuttil, G.
W. Barone, S. Sparks, L. M. Graham, J. H. Rapp, M. S.
Makaroun, G. L. Moneta, R. A. Cambria, R. G. Makhoul,
D. Eton, H. J. Ansel, J. A. Freischlag, D. Bandyk, D.
Aneurysm, and Management Veterans Affairs Cooperative
Study G. Immediate repair compared with surveillance of
small abdominal aortic aneurysms. N. Engl. J. Med.
346:1437–1444, 2002.
16Mohan, D., and J. W. Melvin. Failure properties of passive
human aortic tissue. I—uniaxial tension tests. J. Biomech.
15:887–902, 1982.
17Mohan, D., and J. W. Melvin. Failure properties of passive
human aortic tissue. II—biaxial tension tests. J. Biomech.
16:31–44, 1983.
18Nchimi, A., J. P. Cheramy-Bien, T. C. Gasser, G. Namur, P.
Gomez, L. Seidel,A.Albert, J.O.Defraigne,N.Labropoulos,
and N. Sakalihasan. Multifactorial relationship between 18f-
ﬂuoro-deoxy-glucose positron emission tomography signal-
ing and biomechanical properties in unruptured aortic an-
eurysms. Circ. Cardiovasc. Imaging 7:82–91, 2014.
19Nicholls, S. C., J. B. Gardner, M. H. Meissner, and H. K.
Johansen. Rupture in small abdominal aortic aneurysms. J.
Vasc. Surg. 28:884–888, 1998.
20Ogden, R. W. Non-linear Elastic Deformations. New
York: Wiley, 1997.
TENG et al.2758
21Polzer, S., T. C. Gasser, J. Bursa, R. Staffa, R. Vlachovsky,
V. Man, and P. Skacel. Importance of material model in
wall stress prediction in abdominal aortic aneurysms. Med.
Eng. Phys. 35:1282–1289, 2013.
22Powell, J. T., L. C. Brown, R. M. Greenhalgh, and S. G.
Thompson. The rupture rate of large abdominal aortic
aneurysms: is this modiﬁed by anatomical suitability for
endovascular repair? Ann. Surg. 247:173–179, 2008.
23Raghavan, M. L., M. M. Hanaoka, J. A. Kratzberg, M. de
Lourdes Higuchi, and E. S. da Silva. Biomechanical failure
properties and microstructural content of ruptured and
unruptured abdominal aortic aneurysms. J. Biomech.
44:2501–2507, 2011.
24Raghavan, M. L., M. W. Webster, and D. A. Vorp. Ex vivo
biomechanical behavior of abdominal aortic aneurysm:
assessment using a new mathematical model. Ann. Biomed.
Eng. 24:573–582, 1996.
25Reeps, C., A. Maier, J. Pelisek, F. Hartl, V. Grabher-Me-
ier, W. A. Wall, M. Essler, H. H. Eckstein, and M. W. Gee.
Measuring and modeling patient-speciﬁc distributions of
material properties in abdominal aortic aneurysm wall.
Biomech. Model. Mechanobiol. 12:717–733, 2013.
26Richards, J. M., S. I. Semple, T. J. MacGillivray, C. Gray,
J. P. Langrish, M. Williams, M. Dweck, W. Wallace, G.
McKillop, R. T. Chalmers, O. J. Garden, and D. E.
Newby. Abdominal aortic aneurysm growth predicted by
uptake of ultrasmall superparamagnetic particles of iron
oxide: a pilot study. Circ. Cardiovasc. Imaging 4:274–281,
2011.
27Romo, A., P. Badel, A. Duprey, J. P. Favre, and S. Avril.
In vitro analysis of localized aneurysm rupture. J. Biomech.
47:607–616, 2014.
28Scott, R. A., S. G. Bridgewater, and H. A. Ashton. Ran-
domized clinical trial of screening for abdominal aortic
aneurysm in women. Br. J. Surg. 89:283–285, 2002.
29Seber, G. A. F. Multivariate Observations. Hoboken, NJ:
Wiley, 1984.
30Sussman, T., and K. J. Bathe. A model of incompressible
isotropic hyperelastic material behavior using spline inter-
polations of tension–compression test data. Commun. Nu-
mer. Methods Eng. 25:53–63, 2009.
31Teng, Z., Y. Zhang, Y. Huang, J. Feng, J. Yuan, Q. Lu, M.
P. Sutcliffe, A. J. Brown, Z. Jing, and J. H. Gillard. Ma-
terial properties of components in human carotid
atherosclerotic plaques: a uniaxial extension study. Acta
Biomater. 10:5055–5063, 2014.
32The UK small aneurysm trial participants. Mortality re-
sults for randomised controlled trial of early elective sur-
gery or ultrasonographic surveillance for small abdominal
aortic aneurysms. Lancet 352:1649–1655, 1998.
33Thirumala, S., J. M. Gimble, and R. V. Devireddy.
Evaluation of methylcellulose and dimethyl sulfoxide as the
cryoprotectants in a serum-free freezing media for cryop-
reservation of adipose-derived adult stem cells. Stem Cells
Dev. 19:513–522, 2010.
34Vallabhaneni, S. R., G. L. Gilling-Smith, T. V. How, S. D.
Carter, J. A. Brennan, and P. L. Harris. Heterogeneity of
tensile strength and matrix metalloproteinase activity in the
wall of abdominal aortic aneurysms. J. Endovasc. Ther.
11:494–502, 2004.
35van Dam, E. A., S. D. Dams, G. W. Peters, M. C. Rutten,
G. W. Schurink, J. Buth, and F. N. van de Vosse. Non-
linear viscoelastic behavior of abdominal aortic aneurysm
thrombus. Biomech. Model. Mechanobiol. 7:127–137,
2008.
36Vande Geest, J. P., M. S. Sacks, and D. A. Vorp. The
effects of aneurysm on the biaxial mechanical behavior of
human abdominal aorta. J. Biomech. 39:1324–1334, 2006.
37Vande Geest, J. P., M. S. Sacks, and D. A. Vorp. A planar
biaxial constitutive relation for the luminal layer of intra-
luminal thrombus in abdominal aortic aneurysms. J. Bio-
mech. 39:2347–2354, 2006.
38Vorp, D. A., and J. P. Geest Vande. Biomechanical de-
terminants of abdominal aortic aneurysm rupture. Arte-
rioscler. Thromb. Vasc. Biol. 25:1558–1566, 2005.
39Vorp, D. A., B. J. Schiro, M. P. Ehrlich, T. S. Juvonen, M.
A. Ergin, and B. P. Grifﬁth. Effect of aneurysm on the
tensile strength and biomechanical behavior of the as-
cending thoracic aorta. Ann. Thorac. Surg. 75:1210–1214,
2003.
40Weisbecker, H., D. M. Pierce, P. Regitnig, and G. A.
Holzapfel. Layer-speciﬁc damage experiments and model-
ing of human thoracic and abdominal aortas with non-
atherosclerotic intimal thickening. J. Mech. Behav. Biomed.
Mater. 12:93–106, 2012.
41Zheng, H. On the Predictive Capability and Stability of
Rubber Material Models. Master Thesis, Massachusetts
Institute of Technology, USA, 2008.
Material Properties of Abdominal Aorta and Aneurysm 2759
